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Effectiveness of a novel ozone-based
system for the rapid high-level
disinfection of health care spaces and
surfaces
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Background: Vapor-based fumigant systems for disinfection of health care surfaces and spaces is an evolving technology. A new
system (AsepticSure) uses an ozone-based process to create a highly reactive oxidative vapor with broad and high-level antimicro-
bial properties.
Methods: Ozone gas at 50-500 ppm was combined with 3% hydrogen peroxide vapor in a test chamber and upscaled in rooms
measuring 82 m3 and 90 m3 in area. Test organisms included methicillin-resistant Staphylococcus aureus, vancomycin-resistant
enterococcus, Escherichia coli, Pseudomonas aeruginosa, Clostridium difficile, and Bacillus subtilis spores dried onto steel discs
or cotton gauze pads.
Results: The combination of 80-ppm ozone with 1% hydrogen peroxide vapor achieved a very high level of disinfection, with a$6
log10 reduction in the bacteria and spores tested on steel discs and MRSA tested on cotton gauze during a 30- to 90-minute expo-
sure. The entire system was scalable such that it achieved the same high level of disinfection in both the 81-m3 and 90-m3 rooms in
60-90 minutes.
Conclusion: The ozone hydrogen peroxide vapor system provides a very high level of disinfection of steel and gauze surfaces
against health care-associated bacterial pathogens. The system is an advanced oxidative process providing a rapid and effective
means of disinfecting health care surfaces and spaces.
Key Words: Ozonation; hydrogen peroxide; fumigation.

Copyright ª 2011 by the Association for Professionals in Infection Control and Epidemiology, Inc. Published by Elsevier Inc. All rights
reserved. (Am J Infect Control 2011;39:873-9.)
Recent research has demonstrated that the environ-
ment acts as an important reservoir for health care-
associated pathogens and contributes significantly to
their persistence and spread between patients and
health care providers.1 Common health care-associated
pathogens are known to survive for prolonged periods
(often months) on inanimate surfaces, and epidemic
strains of methicillin-resistant Staphylococcus aureus
(MRSA) survive longer than nonepidemic strains on en-
vironmental surfaces.2,3 Pathogens can be transmitted
from these environmental surfaces to the clothing
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and hands of health care providers and then to
patients.4,5

Cleaning of environmental surfaces of a hospital re-
quires a major allocation of resources. For example, re-
cently the UK government announced a £57.5-million
program of ‘‘deep cleaning’’ for every National Health
System hospital.6 Although important to reduce sur-
face contamination, manual cleaning methods have
limited efficacy in reducing the bioburden of patho-
gens in health care environments.7-9 The use of hospi-
tal disinfectants in the manual cleaning of patient care
areas and operating rooms can be problematic. The
high level of hospital occupancy and demand for rapid
turnaround time of operating rooms and in-patient ac-
commodations can limit the time for cleaning, in turn
limiting the time that cleaning products can be left
on environmental surfaces to achieve the desired
antimicrobial effect claimed by the manufacturer.10,11

Inadequate mechanical cleaning of surfaces has been
shown to actually increase the sporulation of Clostrid-
ium difficile and to increase its spread during the man-
ual cleaning process.12

For the foregoing reasons, there has long been inter-
est in treating hospital operating theaters and patient
care rooms with a fumigant that will eliminate resident
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health care-associated pathogens from all room sur-
faces, the air, and spaces. The ideal fumigant is cheap,
rapid-acting, and provides a high level of microbial kill
while leaving no residue or noxious end products or
byproducts. Hydrogen peroxide has recently been
used in health care settings for this purpose; however,
hydrogen peroxide vapor alone can be slow-acting and
costly, and has shown only a limited microbial kill ef-
fect in field trials.13-18 Ozone has been used for many
years to disinfect municipal water systems, swimming
pools, and spas, but has seen only limited use as a fu-
migant to disinfect health care rooms and surfaces,
and has not demonstrated a high level of antimicrobial
activity when used for this purpose.19,20

The purpose of the present study was to evaluate the
conditions for the optimal effectiveness of ozone in
combination with hydrogen peroxide vapor as an oxi-
dative process to provide high-level disinfection of sur-
faces and materials in a test chamber and in full-sized
test rooms against common health care-associated
pathogens.

MATERIALS AND METHODS

Organisms studied

The bacterial strains used in this study were MRSA
(ATCC 33592), Enterococcus faecium (high-level
vancomycin-resistant [VRE]) clinical strain, Escherichia
coli (ATCC 25922), Pseudomonas aeruginosa (ATCC
27853), C difficile (clinical strain), and Bacillus subtilis
(ATCC 19659).

Preparation of aerobic non-spore-forming
bacteria

Fresh cultures of S aureus, E faecium, E coli, and
P aeruginosa were grown on Columbia agar with 5%
sheep’s blood (PML Microbiologicals, St Laurent, QC,
Canada) at 358C in room air for 18-24 hours.

Preparation of spores from C difficile and
B subtilis

C difficile was streaked onto 12 prereduced anaero-
bic Brucella blood agar plates (PML Microbiologicals)
and incubated anaerobically for 48 hours at 358C.
Spores were harvested and cleaned following the
methods described by Alfa et al.21 The spores were
stored in 100% ethanol at 48C. This preparation yielded
approximately 1 3 109 to 1 3 1010 spores/mL. Gram
stains and malachite green stains of the spore prepara-
tion confirmed that the suspension consisted of spores
with very few vegetative cells.21 The method for
preparing the spores of B subtilis was similar to the
above described for C difficile except that the bacteria
were grown on Columbia sheep’s blood agar plates
incubated 7 days in room air at 358C. The spore pellet
was heat shocked at 708C for 15 minutes and treated
with 100% ethanol to kill any residual vegetative cells.

Inoculation of stainless steel discs

Bacteria for inoculation to the surface of sterile stain-
less steel discs were prepared in tryptic soy broth (PML
Microbiologicals) to a density of between 5 3 108 and
1 31010 cfu/mL as measured with a standardized spec-
trophotometer. The concentrations of bacteria or spores
applied were confirmed by performing serial dilutions
in sterile saline and duplicate plating to appropriateme-
dia. Brushed stainless steel discs (10 mm diameter
and 0.7 mm thick; Muzeen and Blythe, Winnipeg, MB,
Canada)were used as the test surfacemedium. The steel
discs were cleaned and then sterilized in a steam auto-
clave after each use. Then 20 mL of the freshly prepared
bacterial inoculum in tryptic soy broth (which acted as
an organic soil load) was applied to the steel discs, pro-
viding an inoculum of approximately 53106 to 53107

cfu per disc. The inoculated discs were allowed to dry at
room temperature while resting in a lidless sterile Petri
dish for approximately 45-60 minutes in a biological
safety cabinet.22,23 Three steel discs were placed in
each Petri dish, and all exposures of inoculated discs
were done in triplicate.

Once the discs were dry, the Petri dish lids were
placed over the discs, and the dishes were carefully
placed in the test chamber. Then the Petri dish lids
were removed, and the discs were exposed to the
ozone test conditions. Control discs in triplicate
were left covered in the biological safety cabinet and
were not exposed to the ozone test conditions.

Inoculation of cotton gauze pads

Using the same bacterial inoculum as above, sterile
5 cm3 5 cm, 12-ply cotton gauze pads (Safe Cross First
Aid Ltd, Toronto, ON, Canada) were inoculated and al-
lowed to air-dry in a biological safety cabinet. The ster-
ile gauze pads were aseptically suspended vertically in
a small plastic frame in the test chamber, whereas con-
trol samples remained covered in the biological safety
cabinet. To ensure a flow of the ozone gas mixture
through the gauze pads and to provide physical agita-
tion of the fabric, two 40-mm silent mini fans (model
SY124020L; Scythe USA, City of Industry, CA) were
placed 5 cm in front of the test gauze pads and left to
run during the entire test exposure period.

Elution and counting of survivor bacteria

Immediately after exposure to the ozone test con-
ditions, and similarly for the unexposed control discs,
the steel discs were vigorously mixed in 10 mL of
sterile 0.85% saline solution using a vortex mixer
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at high speed for 60 seconds to elute off surviving
viable bacteria or spores. The eluted suspension
was serially diluted 10-fold in sterile 0.85% saline,
and the diluted bacteria were quantitatively plated
onto Columbia sheep’s blood agar plates for the aer-
obic bacteria or onto Brucella anaerobic blood agar
plates for C difficile and incubated under appropriate
conditions in duplicate to determine the original in-
oculum concentration. The same method was used
to elute the bacteria from the gauze pads. Calculating
the difference in the bacterial counts of the unex-
posed controls and of the exposed test discs or gauze
yielded the logarithmic reduction in bacteria under
the test conditions.

Ozone generator and test chamber

The AsepticSure system (Medizone International,
Stinson Beach, CA) consists of ozone gas and hydrogen
peroxide vapor generation units, related computerized
controls, exhaust gas scrubbing units, and a test cham-
ber. Medical-grade oxygen is supplied to the corona
discharge ozone generator unit, and the ozone pro-
duced passes through polypropylene tubing to the
test chamber composed of 5-mm-thick polycarbonate.
The chamber is 1.0 3 0.5 3 0.5 m in size (0.25 m3) fit-
ted with two airtight access doors and a single 40-mm
silent mini fan suspended from the ceiling of the cham-
ber to provide gas circulation. Ozone gas exits the
chamber through a tube connected to an activated
charcoal filter and a small air pump to create a circuit
of fresh ozone entering the test chamber, maintaining
a stable and constant atmosphere within the chamber.
Sterile water and hydrogen peroxide in the desired
concentration are added to a sterile reservoir bottle
connected to a small humidifier, which delivers aero-
sols of moisture to maintain a constant predetermined
level of humidity and hydrogen peroxide within the
chamber. The concentration of the ozone in the test
chamber was continuously measured with an ozone
meter and probe (EcoSensor 295; Eco Sensors Inc,
Newark, CA). The humidity and temperature inside
the chamber were measured using humidity and tem-
perature sensor probes (BiOzone Corp, Englewood,
CO). Data on ozone levels, humidity, and temperature
were continuously uploaded and saved to a customized
computer database using a personal laptop computer
(model 4233; Lenovo, Morrisville, NC).

In the experiments using hydrogen peroxide, sterile
pure pharmaceutical-grade (USP) 3% (vol/vol) hydro-
gen peroxide was added to the humidification reservoir
or diluted in sterile distilled water to the desired final
working concentration. Exposure times of the inocu-
lated stainless steel discs or gauze pads varied from
30 to 90 minutes. All experiments were conducted at
21-238C, ambient pressure, and 80% humidity unless
indicated otherwise.

After each experiment, the test chamber interior
and humidification system were disinfected with
100% ethanol and allowed to air-dry. The test chamber
was always kept closed between uses, to prevent
contamination.

Scaled-up testing in rooms

To evaluate the ability to scale up the process to full-
sized rooms and to examine the reproducibility in dif-
ferent test room conditions, we sealed off an empty
laboratory room (6.1 m3 4.9 m, with a 2.74-m ceiling;
total volume, 82m3). The entire room except for the ce-
ment floor was sealed with 3-mil polyethylene plastic
sheeting and polypropylene tape to make it air-tight.
During experimental runs, the door was taped shut
and the room’s air-handling system was turned off.

The generation of ozone for the test rooms by the
scaled-up AsepticSure systemusesUV light ozone gener-
ators instead of corona discharge so as to use the avail-
able oxygen in the room to generate the ozone gas.
This process does not increase the net amount of gas in
the room, and thus the ambient pressure in the test
room does not increase. A high-volume humidifier is
part of the system, and ozone concentration, humidity
and temperature were measured using a 6-channel sen-
sor (model465L; TeledyneAnalytical Instruments, Cityof
Industry, CA). We measured ozone, humidity, and tem-
perature continuously in 5 separate locations inside the
room during each experiment and the data for each
run were uploaded to the same computer system used
for the test chamber. As a further test of the robustness
of the system, we later moved the entire apparatus to
an unused 90-m3 laboratory room in a local teaching
hospital. This room’swalls and ceilingwere of solid plas-
ter construction. Penetrations of the walls by pipes,
doors, and air ducts were sealed with self-adhering plas-
tic masking film (3M, St Paul, MN).

During the experiments in the test rooms, between 3
and 5 Petri dishes with 3 inoculated stainless steel discs
identical to those prepared for the experiments with the
chamberwere placed in immediate proximity to the sam-
ple ports of the Teledyne sensor within the test room. The
discswereplaced1mabove thegroundon small tables lo-
cated2-2.5mfrom theozone generator,whichwasplaced
in the center of the room. At the end of each experimental
run in the test rooms, the charcoal-filled scrubbers were
activated; this reduced the ozone level in the rooms to
#0.02 ppmwithin 20 minutes.

RESULTS

To evaluate the interactions of ozone concentration,
hydrogen peroxide concentration, and exposure time,
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Table 1. Effects of ozone, humidity, hydrogen peroxide, and exposure time on bacterial kill of MRSA on stainless steel discs
in the test chamber

Variable Ozone, ppm Humidity, % H2O2, % Exposure time, min Log10 reduction SD

Ozone, 0% H2O2 50 80 0 90 0.97 0.03

80 80 0 90 0.83 0.06

120 80 0 90 0.81 0.09

180 80 0 90 0.66 0.13

500 80 0 90 6.73 0.07

Humidity and time, 0.2% H2O2 80 45 0.2 30 0.13 0.03

80 45 0.2 60 1.17 0.03

80 45 0.2 90 1.29 0.09

80 60 0.2 30 0.04 0.06

80 60 0.2 60 0.99 0.05

80 60 0.2 90 1.86 0.05

80 80 0.2 30 1.40 0.03

80 80 0.2 60 2.40 0.02

80 80 0.2 90 7.45 0.03

Humidity and time, 1% H2O2 80 60 1 30 1.05 0.08

80 60 1 60 2.50 0.09

80 60 1 90 7.45 0.03

80 80 1 30 7.37 0.09

80 80 1 60 7.37 0.09

80 80 1 90 7.37 0.09

Time, 3% H2O2 80 80 3 30 6.40 0.09

80 80 3 60 6.40 0.09

80 80 3 90 6.40 0.09

SD, standard deviation.
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we ran serial experiments altering these variables us-
ing the MRSA strain as the test organism inoculated
to steel discs. After themost optimal conditions for bac-
terial kill were determined, we applied these condi-
tions to the other test bacterial strains or spores to
evaluate the spectrum of antimicrobial activity.

The elution efficiency of recovering the bacteria or
spores after drying onto the steel discs was determined
by the ratio of the bacterial count of the unexposed
control discs to the bacterial count of the original inoc-
ulum placed onto the steel discs multiplied by 100. The
elution efficiency exceeded 95% in all cases and for all
strains and spores.

We examined the effect of increasing ozone concen-
trations on bacterial kill by exposing the MRSA strain
to ozone in increasing concentrations without hydro-
gen peroxide at 80% humidity for 90 minutes. At
50-180 ppm ozone, bacterial kill was negligible; how-
ever, at 500 ppm ozone, there was a.6 log10 reduction
in bacteria compared with the unexposed control discs
(Table 1).

The addition of hydrogen peroxide at low concen-
trations (0.2%) combined with 80 ppm of ozone at ex-
posure times of 30-60 minutes produced incremental
increases in bacterial kill, but to a maximum reduction
of only of 2.4 log10. The bacterial kill was enhanced by
increasing the humidity level to 80% compared with
45% or 60% humidity. A .7 log10 reduction was
achieved after 90 minutes of exposure to 80 ppm
ozone and 0.2% hydrogen peroxide at 80% humidity.
Under these same conditions of ozone and humidity
but without any hydrogen peroxide, the bacterial kill
was minimal, suggesting that hydrogen peroxide was
producing a synergistic bacterial kill with the ozone
gas compared with the same conditions without hydro-
gen peroxide. Exposing the MRSA strain to 1% hydro-
gen peroxide for 90 minutes without any ozone in
the chamber produced a negligible bacterial kill (data
not shown).

Increasing the hydrogen peroxide vapor concentra-
tion to 1% in the test chamber in combination with
80 ppm ozone produced a high level of bacterial kill,
with a .7 log10 reduction in as little as 30 minutes of
exposure at 80% humidity. Lowering the humidity to
60% significantly reduced the bacterial kill, and 90
minutes of exposure was required to achieve a high
level of bacterial reduction. The combination of 3% hy-
drogen peroxide vapor and 80 ppm ozone did not pro-
duce a higher level of bacterial kill of MRSA in the test
chamber compared with 1% hydrogen peroxide.

Exposure to ozone without hydrogen peroxide did
not efficiently kill VRE at ozone concentrations of 80
or 400 ppm, even with 90 minutes of exposure
(Table 2). However, exposure to 80 ppm ozone with
1% hydrogen peroxide vapor at 80% humidity pro-
duced a 5.79 log10 reduction in VRE. This high level



Table 2. Effects of ozone, hydrogen peroxide, and
exposure time on bacterial kill of VRE, E coli, P aeruginosa,
C difficile, and B subtilis on stainless steel discs in the test
chamber (80% humidity throughout)

Organism

Ozone,

ppm H2O2,%

Exposure

time, min

Log10
reduction SD

VRE 80 1 30 5.79 0.05

80 1 45 5.79 0.05

80 1 60 5.79 0.05

80 1 90 5.79 0.03

E coli 80 1 30 6.77 0.09

80 1 45 6.77 0.09

80 1 60 6.77 0.09

80 1 90 6.77 0.09

P aeruginosa 80 1 30 7.36 0.13

80 1 45 7.36 0.13

80 1 60 7.36 0.13

80 1 90 7.36 0.13

C difficile 80 1 45 7.90 0.07

80 1 60 7.90 0.07

80 1 90 7.90 0.07

B subtilis 80 1 90 7.23 0.06

80 3 90 7.23 0.06

SD, standard deviation.

Table 3. Effects of ozone, hydrogen peroxide, and
exposure time on bacterial kill of MRSA, VRE, E coli,
C difficile, and B subtilis on steel discs in the 113-m3 test
room (80% humidity throughout)

Organism

Ozone,

ppm H2O2, %

Exposure

time, min

Log10
reduction SD

MRSA 80 1 60 6.43 0.06

80 1 90 6.43 0.06

80 3 90 6.43 0.06

VRE 80 1 60 6.08 0.07

80 1 90 6.08 0.07

E coli 80 1 60 6.02 0.08

C difficile 80 1 90 5.75 0.10

B subtilis 80 1 90 6.37 0.09

SD, standard deviation.
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of bacterial kill for VRE was achieved at 30, 45, 60, and
90 minutes of exposure. Similarly high reductions in
E coli (.6 log10) and P aeruginosa (.7 log10) also
were achieved with exposure to 80 ppm ozone and
1% hydrogen peroxide at 80% humidity for 30-90
minutes (Table 2).

Exposing C difficile spores to 80 ppm ozone and 1%
hydrogen peroxide vapor and 80% humidity resulted
in a 7.90 log10 reduction in as little as 45 minutes of ex-
posure. Similarly, B subtilis spores achieved a 7.3 log10
reduction with 90 minutes of exposure to 80 ppm
ozone and 1% as well as 3% hydrogen peroxide at
80% humidity (Table 2).

The results for experiments conducted in the test
rooms are presented in Table 3. The rooms were fully
chargedwith 80ppmozonewithin 20minutes of activat-
ing the UVozone generators. The results for MRSA, VRE,
and E coli, were very close to those achievedwith the test
chamber andwere similar in the 2 test rooms. At 80 ppm
ozone and 1% hydrogen peroxide, a$6 log10 reduction
was achieved for each of these pathogens after 60 min-
utes of exposure. Under these same condition, a 5.75-
6.37 log10 reduction of spores of C difficile and B subtilis
was achieved after 90 minutes of exposure.

To examine whether the combination of 80 ppm
ozone and 1% hydrogen peroxide vapor at 80% hu-
midity can effectively disinfect fabric, sterile cotton
gauze pads inoculated with MRSA were placed in the
test chamber for 30 minutes. Placing an additional
mini fan directly in front of each of the inoculated
gauze pads as they were vertically suspended in the
test chamber was found to be necessary for effective
bacterial kill. Without a mini fan, the bacterial kill
was low at 1.37 6 0.11 log10, whereas adding the
mini fans increased the kill to 7.1 6 0.55 log10.

DISCUSSION

Ozone’s antiseptic qualities have been known since
the 19th century. The first ozone disinfection experi-
ment was conducted in France in 1886, when de Mer-
itens demonstrated that diluted ozonized air could
sterilize polluted water.24 Ozone gas (O3) with a molec-
ular weight of 48 is highly reactive with a large excess
of energy (∼143 KJ/mol) and a high level of oxidizing
power, derived from its marked tropism for extracting
electrons from other molecules and simultaneously re-
leasing one of its own oxygen atoms in the process.25

Ozone is a broad-spectrum disinfectant that can be
used to inactivate a wide range of microorganisms, in-
cluding viruses and bacteria that may be resistant to
other disinfectants.20,26 Ozone’s mode of action against
microorganisms is not completely defined. Some stud-
ies on bacteria suggest that ozone alters proteins and
unsaturated bonds of fatty acids in the cell membrane,
leading to cell lysis.27 Ozone may disrupt cellular en-
zyme activity by reacting with thiol groups, and it mod-
ifies purine and pyrimidine bases in nucleic acids.28

Both lipid-enveloped and non-lipid-enveloped viruses
are susceptible to disruption by ozone through lipid
peroxidation with subsequent lipid envelope and pro-
tein capsid damage.29

Ozone is widely used to disinfect municipal water
distribution systems of water-borne pathogens. When
applied as a gas to disinfect surfaces and room spaces
in laboratory and field settings, ozone has demon-
strated modest antibacterial and antiviral properties.
During field tests with a prototype of the Viroforce
ozone dispersal system (Viroforce Systems, Kelowna,
BC, Canada), the authors demonstrated a 3-4 log10
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reduction in bacterial pathogens including MRSA, Aci-
netobacter baumannii, and C difficile spores applied to
various surfaces, both hard and soft, and as dry or
wet films. High relative humidity was associated with
superior antimicrobial effects of the ozone.19,20,25

An important finding in our research reported here
is the synergistic effect of the addition of low concen-
trations of hydrogen peroxide vapor to the ozone gas
in both the test chamber and the test rooms. We
found a significant increase in bacterial kill with the
addition of 1% hydrogen peroxide, with bacterial re-
duction rates of 6-7 log10. This synergistic effect was
noted for all 4 vegetative bacteria that we tested
(MRSA, VRE, E coli, and P aeruginosa) such that only
30 minutes of exposure was required. Such extremely
high bacterial kill rates have not been reported previ-
ously with the relatively low concentration of ozone
and short exposure durations that we used in this
study. Likewise, spores of C difficile and B subtilis
were reduced by 6-7 log10 under the same test condi-
tions with slightly longer exposure periods of 45-90
minutes. The AsepticSure system’s ability to achieve
such high-level disinfection of both surfaces and dif-
ferent room spaces is an important and unique fea-
ture in its applications to health care and other
settings.

The basis for the chemical interaction between
ozone and hydrogen peroxide is known as the perox-
one process.30 The combination of ozone and hydro-
gen peroxide results in the formation of highly
reactive radicals, including trioxidane (H2O3). These
radicals are much more reactive than either ozone or
hydrogen peroxide alone in treating soil, groundwater,
and contaminated waste water.31

Hydrogen peroxide vapor, which is used in various
systems to decontaminate clinical spaces, is an aerosol-
ized liquid and as such is not expected to penetrate
crevices and distribute throughout a room as well as
a gas, such as ozone. Ozone gas has excellent penetrat-
ing characteristics and comes into contact with all con-
taminated spaces and surfaces, especially when gas
circulation is enhanced (by, eg, adding mini fans to
the test chamber during the gauze pad treatment as
in these experiments). Furthermore, ozone is capable
of inactivating a wide range of bacteria, bacterial
spores, mycobacteria, fungi, parasites, and viruses.
Ozone is safe for use in sealed rooms and can be rap-
idly deployed in busy health care settings. With its
UV ozone-generating technology, the AsepticSure sys-
tem does not positively pressurize the room in which
it is deployed, minimizing the risk of ozone gas escap-
ing from the desired space undergoing the disinfection
treatment. The end product after the catalytic conver-
sion (ie, scrubbing) of the ozone and hydrogen perox-
ide is oxygen.
Several previous studies have also successfully re-
duced microbial counts in hospitals using hydrogen
peroxide vapor.15-17 However, the use of hydrogen per-
oxide vapor systems remains controversial in terms of
its efficacy against bacterial spores. Prolonged treat-
ment periods and multiple treatment cycles may be
necessary to adequately decontaminate rooms and
equipment.13,14 Otter et al18 demonstrated the opera-
tional feasibility of a hydrogen peroxide vapor system
in a modern hospital in-patient environment.

In this study, we have demonstrated that a system
using a synergistic combination of ozone and hydrogen
peroxide that yields reactive oxygen intermediates
such as H2O3 achieves a very high level of disinfection,
with a$6 log10 reduction in bacterial and spore counts
in a short period of time. The system is scalable and re-
producible to different full- sized rooms with no reduc-
tion in efficacy or efficiency. With due diligence to
ensure air-tightness of the test rooms, no leakage of
the ozone gas was detected by sensitive external ozone
meters outside the rooms. Our findings indicate that
just like hydrogen peroxide vapor fumigation systems,
ozone-hydrogen peroxide vapor disinfection systems
can be successfully deployed in functioning health
care facilities, but will produce higher levels of bacte-
rial and spore kill.18 More studies are needed to exam-
ine the applicability and compatibility of this system in
actual hospital facilities, such as operating rooms, pa-
tient rooms, laboratories, and morgues, and with the
materials and equipment that might be exposed to
this ozone-based disinfection process.

The authors wish to thank the administration and staff of the Hotel Dieu Hospital,
Kingston, Ontario, for allowing us to use space in their hospital for this study, and Kelly
Brown for her excellent technical assistance.
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